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User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"
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Spectrum Source
Peak (4) in "+ TIC Scan"

«10 4 |+ Scan (15.854-15.918 min, 12 Scans) TOX21_201412_TMS.D Subtract
3 189.1
25
2,
1471
1.51 91.0 117.0 1311
14
410 57.0
| 105.0 204.2
0.5 29.0 ‘ 51_0‘ 65.0 77.0 813 |
‘ \“ “ | ‘\H ‘ 0l ‘ ‘H‘ \‘\ ‘ H‘ ‘ ‘\‘; \M | ‘ ‘ “ Ll ‘ ‘ “ —L
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (5) in "+ TIC Scan"
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